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Abstract A correlative imaging methodology was devel-
oped to accurately quantify bone formation in the complex
lattice structure of additive manufactured implants. Micro
computed tomography (lCT) and histomorphometry were
combined, integrating the best features from both, while
demonstrating the limitations of each imaging modality.
This semi-automatic methodology registered each modality
using a coarse graining technique to speed the registration
of 2D histology sections to high resolution 3D lCT data-
sets. Once registered, histomorphometric qualitative and
quantitative bone descriptors were directly correlated to 3D
quantitative bone descriptors, such as bone ingrowth and
bone contact. The correlative imaging allowed the signifi-
cant volumetric shrinkage of histology sections to be
quantified for the first time (*15 %). This technique
demonstrated the importance of location of the histological
section, demonstrating that up to a 30 % offset can be
introduced. The results were used to quantitatively
demonstrate the effectiveness of 3D printed titanium lattice
implants.
1 Introduction
Histology remains the gold standard for assessing bone
formation within implants because it provides information
with a high level of specificity in terms of cellular makeup
coupled with excellent image resolution. Additionally,
quantitative results, such as area-to-volume ratio, perime-
ter-to-area ratio [1] and trabecular width (Tb Wi) [2], can
be acquired through histomorphometric analysis. Though
histology can provide detailed and effective results, it has
several drawbacks. Firstly, the preparation of bony sections
containing metal implants is difficult and time-consuming
[3] and requires special equipment [4]. Secondly, signifi-
cant deformation and shrinkage of the sample may occur
during processing [5], both altering the result and making it
difficult to carry out further experiments. Thirdly, a single
2D image from a large volume sample may not represent
bone formation over the entire implant. For a typical defect
(3–5 mm diameter) in a small animal model, histology
only looks at 3–5 % of the tissue when a 100 lm thickness
bone implant section is prepared. Although serial section-
ing may be an alternative, current methods are inadequate
for serial sectioning of tissue in a metal implant without
significant tissue loss. Additionally, histomorphometric
evaluation of an image poses other difficulties, such as
multiple tissue types and variations in staining uniformity
within histological images making it difficult to form an
objective judgment of overall regeneration in bone lesions
[6].
More recently, lCT has been employed to image and
characterise the three-dimensional (3D) structure of porous
scaffolds [7, 8] and hard tissue [9, 10] in a non-invasive
manner. Compared with histology, the substantial advan-
tages of lCT lie in its simple sample preparation, ability to
image whole 3D structures and high contrast (in the case of
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mineralised tissue) [11, 12]. Thus, it is an attractive tech-
nique to visualise and quantify bone regeneration within
the defect site as well as around the implant [13, 14].
Additional information such as volume fraction on both the
implant [7, 15] and newly formed bone has been derived.
Correlative imaging is the combination of multiple
techniques, such as lCT with histology to provide com-
plementary information [16] and it is a frequently used
technique in medical imaging; for example, combining
MRI with PET [17]. For bone formation, few authors have
used lCT with histology [18–21] at the resolution required
to achieve direct comparison of bone formation. Bernhardt
et al. [18] were among the first to quantitatively analyse
bone formation by using lCT and histology, but the
implant had a simple geometric structure and the newly
formed bone was quantified in predefined gaps only.
Stalder et al. [22] reported the regenerative capacity of
ceramic bone grafting materials with the dual application
of lCT and histology. Their use of synchrotron tomogra-
phy to image ceramic bone graft yields a much cleaner 3D
dataset which is free of artefacts such as beam hardening
and shadowing when bone is present in its vicinity [18, 22].
Synchrotron sources are, at present, scarce and do not
completely eliminate the shadowing artefacts when tita-
nium-implants are imaged. Therefore, there is a need for a
new methodology to correlatively image and quantify bone
formation in titanium-implants using histomorphometry
and laboratory x-ray sources.
A direct comparison can be obtained simply by repeat-
ing a lCT scan of the histological sections [19], but it is
limited to non-decalcified specimens. From the above, a
robust technique that enables a direct comparison, taking
advantage of the strengths of both laboratory lCT and
histology is highly desirable. In order to match the histo-
logical section with its corresponding lCT region, a 2D–
3D multimodal (different intensity level) registration is
required.
2D–3D registration has been adopted in clinical appli-
cations such as image-guided interventions [23]. However,
the specific problem of registering histology images to lCT
registration has gained less attention and has never been
validated, which may be due to the challenges associated
with this process. Biological samples are subject to com-
plex morphological deformations, staining artefacts, and
missing tissue in individual preparation processing [5]. To
address this issue, Museyko et al. [24] applied affine and
elastic registration to tibiae and vertebra to estimate the
effect of deformation. A main finding of Museyko’s study
was that segmentation-based registration could achieve
comparable accuracy as intensity-based registration.
Further, the issue of tissue shrinkage during histology
section preparation is an important one when considering
morphometry in fields such as biomechanics and implant
surgery. However, to our knowledge, only one study [25]
has attempted to quantify the volumetric shrinkage fol-
lowing histology procedures. This may be because of the
difficulty in identifying the correspondence between dif-
ferent images.
Here, we report the first application of correlative
imaging to quantify bone formation into a novel additive
manufactured porous titanium scaffold. A 2D 50–80 lm
thick haematoxylin and multiple staining solution stained
histological section was registered into a 3D lCT dataset of
implanted rat tibia from which the section was prepared.
The presence of the non-deformed titanium scaffold
allowed rigid registration of lCT and histology sections
independently of bone and surrounding tissue. The quality
and reliability of the registration was assessed to demon-
strate a well-defined correlation between lCT and histol-
ogy features. The rigid transformation was then used, for
the first time, to achieve a comparable study of the bone
ingrowth (BI) into porous titanium implant between lCT
and histology. After that, a non-rigid registration was
performed between the cortical bone and the histological
image and its corresponding 2D lCT to quantify the vol-
umetric shrinkage of bone in the preparation of the histo-
logical section.
2 Materials and methods
2.1 Production of the titanium scaffolds
The porous titanium scaffolds [26] were designed as a
cylinder (diameter Ø = 3 mm, height h = 1.8 mm) con-
sisting of orthogonal struts (Ø = 180 lm) and an overall
porosity of 65 % [15].
The structures were fabricated from grade 1 commer-
cially pure titanium (Sumitomo, Japan) using a selective
laser melting technique [26]. The laser and scanner were
computer-controlled using the Stereo Lithography (STL)
data converted from the CAD data. The titanium powder
was produced by gas-atomisation with a median particle
size of 28.5 lm. All implants were sterilised by immersion
in 200 ll of 70 % ethanol for 2 h. The ethanol was
removed, then the samples were further sterilised with dry
heat (200 C for 2 h) before implantation.
2.2 Animal experiment
A total number of 12 male Wistar rats (12 weeks old; body
mass 250–300 g) were used in this study. Animal protocols
were conducted in accordance with the institutional (Ulster
University, United Kingdom (UK)) and national guidelines
for animal care and welfare. All rats were anaesthetised by
isoflourane gas inhalation followed by an intraperitoneal
112 Page 2 of 9 J Mater Sci: Mater Med (2016) 27:112
123
injection of 0.5 ml/100 g bodyweight of a mixture of 2 ml
Ketaset (100 mg/ml), 1 ml Xylapan (20 mg/ml) and 5 ml
phosphate buffered saline (PBS, pH 7.4). A deep plane of
anaesthesia was confirmed by the loss of pedal reflex. The
animals were premedicated with 1.5 ml of subcutaneous
injection of Metacam (Boehringer Ingelheim, Germany)
prepared in water (1:10 dilution) to reduce postoperative
pain. The lower right leg was shaved with mechanical hair
clippers. The area was cleared of all hair using depilatory
cream (Veet, Rickitt Benckiser Group Plc, UK), cleaned
and sterilized using three consecutive washes of pre-
warmed chlorhexidin (Hibisrub, Regent Medical Ltd,
UK), followed by 70 % isopropanol. Throughout the
duration of the surgical procedure, animals were kept warm
on a heating mat (37 C). A 15 mm full-thickness longi-
tudinal skin incision was made above the middle third of the
medial aspect of the tibia. The skin flap was opened using
fine spreaders (InterFocus Ltd, Cambridge, UK) exposing
the underlying tibia. The tibial surface was cleared of con-
nective tissue and periosteum. A 3 mm circular defect was
created using a trephine burr, which extended into the level
of the marrow cavity. The defect site was continuously
cleared of blood and bone fragments with the aid of suction
and the tissue kept moist by saline irrigation. During the
surgical procedure, a suture was used to stabilise the porous
titanium scaffold. After insertion of the scaffold, the over-
lying muscle was closed using with three sutures using 4-0
Ethicon Ethilon polyamide (Johnson & Johnson, U.S), one
directly over the implant and one above and below the
defect area. The skin was closed using a running suture.
Post-operation, the animals received topical application of
0.2 % chloramphenicol solution to the sutured skin to pre-
vent infection of the operative site followed by an intra-
peritoneal administration of 5 ml of 5 % dextrose-saline
solution. The rats were housed separately with 12 h light/
dark cycles and were given unrestricted access to food and
water. The right tibiae were harvested after either 2, 3, 4 or
6 weeks’ implantation (n = 3) for further evaluation.
2.3 lCT image acquisition
The specimens were placed in an ABS plastic sample
holder and scanned in a laboratory source lCT machine
(nano-focus, Phoenix|x-ray General Electric Company,
Measurement and Control, Wunstorf, Germany) with an
isotropic voxel size of 9 lm (spatial resolution 19–24 lm).
The scanning parameters were set to 85 kV and 111 lA. A
0.5 mm copper filter was placed in the x-ray path to reduce
beam hardening. Each scan consisted of 1000 projections
over 360, with the sample rotated in equiangular steps
along its longitudinal axis. For each projection, the expo-
sure time was set to 2000 ms. Ring artefacts were reduced
using detector jitter [27].
The projections were imported into the reconstruction
software (Phoenix dato s| 9 2 reconstruction) to generate
3D images of dimensions 990 9 990 9 1000 voxels. All
specimens were scanned and reconstructed with identical
settings.
2.4 lCT image processing
After reconstruction, scan datasets were normalised to a
predefined histogram. To remove digital noise and arte-
facts, the lCT volume was smoothed with anisotropic
diffusion and edge-preserving filters, as described by Chao
et al. [28]. The filtered volumes were then segmented into
bone tissue and implant using an in-house algorithm. The
implant was a high-signal low-noise region and was seg-
mented by global thresholding. However, the bone region
was more difficult to distinguish due to metal artefacts. An
iterative resampling algorithm correction was applied to
compensate for the effect of metal artefacts.
For all scans, the segmented bone and titanium phases
were then registered with an average leg model and a
cylindrical mask (whose dimensions were identical to those
of the implant), respectively. 3D morphometric parameters
were calculated in the volume of interest (VOI), which was
defined by the overlap of the average leg model and the
cylindrical mask. Bone ingrowth and bone contact (BC)
were then measured for the new bone.
2.5 Histology
Following fixation in 10 % neutral buffered formalin
(Sigma-Aldrich, UK), all bone implant specimens were
decalcified in 14 % EDTA (Sigma-Aldrich, UK), dehy-
drated through a series of increasing concentrations of
ethanol, and embedded in LR white resin (TAAB Labo-
ratories Equipment Ltd, UK) for sectioning.
The tissue blocks were then trimmed and a 100–200 lm
section was cut using an EXAKT 310 Macro Band System
with a diamond blade (EXAKT, USA), ground on an
EXAKT 400CS grinding system (EXAKT, USA), using
K800 and K1200 Grinding paper and P2500 and P4000
polishing paper (EXAKT, USA) down to a thickness of
50–80 lm. One transverse section was obtained from each
specimen. All sections from the tibia were transverse, and
the chosen section was at the location of the first cut
exposing the implant. This meant the histological section
was offset towards the implant edge.
All sections were stained with Gill’s Haematoxylin III
(Fisher Scientific, Loughborough, UK) and multiple
staining solution according to the following protocol.
Briefly, slides with adhered sects. (50–80 lm) were placed
in successive solutions of 1 % formic acid (2 min), 50 %
ethanol (5 min), de-ionized water (5 min) followed by
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dropwise addition of Gill’s Haematoxylin to the slide for
30 min. Slides were subsequently rinsed well in water,
stained with multiple staining solution (Polysciences Inc.,
Warrington, USA) for 20 min, further rinsed in distilled
water, air dried and directly imaged via light microscopy
using an Axio Scope 1 (Carl Zeiss, Germany) microscope
at a range of objective magnifications (a magnification of
1.25 for a 5.23 lm/pixel and a magnification of 5 for a
1.26 lm/pixel).
2.6 Registration
The registration framework consisted of a segmentation
stage for the porous titanium implant followed by two
registration steps, as illustrated in Fig. 1. The segmented
titanium scaffolds were used in the rigid registration to
define the correspondence between the multimodal images
independent of the surrounding bone and soft tissues. A
more detailed description of the three steps of the regis-
tration is presented below.
Step 1 Segmentation of the titanium scaffold from the
histological image and lCT volume.
The haematoxylin and multiple staining solution stained
histology RGB (red, green and blue) images were split into
the three RGB channels and the segmentation was per-
formed on the red channel due to its superior brightness
and contrast, which enabled easier segmentation of the
histological image. An anisotropic diffusion filter was
applied first to smooth the image while preserving the edge
[29]. After that, global thresholding was applied to segment
the titanium from the bone, allowing the modes of the
histogram to be clearly distinguished in the 8-bit grayscale
image. The thresholding value was acquired from the his-
togram by taking an average of the peak value of the
titanium from three specimens.
Step 2 Coarse registration between the slice and volume
datasets.
A search tool based on the correlation coefficient was
used to identify the coarse correspondence between tita-
nium segmented from histology and lCT (Fig. 1). The
similarity between the porous titanium scaffold segmented
from the lCT and histological results was defined by the
correlation coefficient [30–32], implemented in Avizo
(Visualisation Sciences Group, Merignac Cedex, France)
and calculated as follows:
C ¼
Pn
i¼1 Ti  Tmð Þ  Ri  Rmð ÞﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃPn
i¼1 Ti  Tmð Þ2
q

ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃPn
i¼1 Ri  Rmð Þ2
q
where Ti is the intensity of the i
th pixel in the target image
and Ri is the i
th intensity of the ith pixel in the reference
image. Tm and Rm are the mean intensity of the target
image and reference image, respectively. A C value of 1
implies a positively identical registration between the two
images.
Step 3 Refined registration of the target image.
Prior to the analysis, a parametric study was conducted
to investigate the effect of the histological section thickness
on the registration. If the thickness was equal to single
voxel size, only a 2D transformation was allowed during
the registration. Above 5 pixels, 6 degrees of freedom were
allowed and the degree of similarity was stable. All the
transformation metrics were recorded before validation.
2.7 Accuracy of the registration method
A cylindrical titanium implant was scanned twice in con-
ditions similar to those used for the implanted tibia. The
porous implant was then cut using a diamond saw at 80o to
the axis of the cylinder.
a
b
Ti
Bone
Ti
c
Ti
Bone Bone
Soft tissue
Fig. 1 3D rendering of a 3 mm titanium scaffold within a rat tibiae
defect illustrating a mismatch between the histology slice (blue) and
the 2D slices of the lCT data (green). A multi-step registration was
performed and final alignment was achieved between histology
(b) and its corresponding 2D lCT images (c). h? Indicates the
unknown displacements and rotations required to register. Scale bar
in all figures is 1000 lm (Color figure online)
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The section was scanned at three different resolutions
(2.5 lm/voxel, 4.5 lm/voxel, 9.0 lm/voxel). All data were
processed and segmented based on the same protocol
(Sect. 2.4).
The accuracy of the registration method was assessed by
measuring the effect of image noise, scanning resolution
and cutting (distortion) on the degree of similarity. To
quantify the effect of image noise, a 2D lCT section was
numerically extracted from the repeat scan and registered
to the first scanned volume (reference). The cut section was
then scanned at a different scanning resolution and regis-
tered to the reference volume. Finally, the CT sections
before/after cutting were inspected visually to investigate
any potential damage (material loss) and registered to
assess any cutting induced distortion.
2.8 Histological and 2D lCT quantification of bone
formation
Once the transformation metrics were applied to the 3D
lCT data, the histology correspondence 2D lCT could
then be acquired. In addition, a defect equivalent region of
interest (ROI) was acquired by applying the same method
(in 2.4) to the transformed average leg model and cylinder
mask.
Bone ingrowth and BC inside the 2D ROI and volu-
metric shrinkage were calculated for each histological
image and its corresponding 2D lCT. During the histo-
morphometric analysis, each specimen was quantified over
five random orientations using ImageJ [33] (XY grid).
Values of BI and BC were calculated as an average of the
five values for each specimen. All the measurements were
performed for three specimens per time point and the
results were based on the average of these measurements.
The histology corresponding to the 2D lCT image was
analysed using the same procedure as the 3D lCT.
The following parameters were investigated histologi-
cally and by 2D lCT: (1) BI: bone ingrowth [(bone area/
ROI) 9 100 %]; (2) BC: bone contact [(BC area/(total
scaffold area) 9 100 %]; (3) Volumetric shrinkage of
bone: (a) [(cortical bone area histology/cortical bone area
in 2D lCT) 9 100 %] (b) [scale factor (X-axis) 9 scale
factor (Y-axis)].
2.9 Statistical analysis
All data were presented as a mean ± standard deviation.
The Mann–Whitney U test was used for comparison of 3D
lCT and 2D lCT/histological analysis across time points.
A p value of\ 0.05 was considered significant. After that,
corresponding BI/BC values were used to show the
regression line between histological and 2D lCT results. A
95 % confidence band for the regression line was applied
(XLSTAT, 2014, Addinsoft, Inc., Brooklyn, NY, USA).
3 Results
3.1 Accuracy of registration
Satisfactory correlation was achieved after 39 fine itera-
tions corresponding to a correlation ratio (C) of 0.85
(Supplementary Fig. 1) where a correlation ratio of 1
corresponds to a perfect match between the histology
section and lCT data. Error in registration, i.e., lower
correlation coefficient could result from noise in lCT data,
difference in resolution of the two type of images and from
sample deformation on histology section preparation.
Among these factors, the sample deformation was found to
be the major source of the mismatch (data not shown).
3.2 Bone ingrowth (BI)
In total, twelve samples (n = 3 at 2, 3, 4 and 6 weeks’
post-implantation) were imaged and reconstructed. Fig-
ure 2 shows the corresponding 2D lCT slice and histology
section for 2, 4 and 6 weeks following the semiautomated
registration method. The defect equivalent ROI has good
consistency between different specimens and time points.
Results of quantitative data measured from 2D lCT/his-
tology and 3D lCT have been summarised in Table 1 and
plotted in Fig. 3. The BI increased with time as measured
from both lCT data and histology images. Both 2D lCT
and histology had similar BI for all time points. In com-
parison, the mean of BI measured from 3D lCT was lower
than that of histology for all the time points, this was sta-
tistically significant at 6 weeks.
Figure 4 shows a plot of the bone formation within
titanium implants from one end of the defect to the other
after 2 and 6 weeks implantation. The exemplary plot
demonstrates the increase in the amount of BI from 2 to
6 weeks. Further, after 6 weeks implantation the bone
formation at the periphery was higher than at the core of
the implant.
3.3 Bone implant contact (BC)
Registration of histology sections to lCT data allows
measurement of BC from the same region and comparison
of data obtained via each method. Quantification of BC
measured on histology sections, 2D lCT slices and 3D
lCT data for the samples at different time points are shown
in Table 1 and Fig. 5. All three measurements show that
the BC increases with time where more than 65 % of the
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titanium surface had been covered with the newly formed
bone after 6 weeks of implantation. Figure 6 shows regis-
tered images of histology sections and 2D lCT slice after 2
and 6 weeks implantation. Tissue separation was observed
at 2 weeks implantation while extensive tissue shrinkage
(*15 %) was after 6 weeks implantation.
4 Discussion
Both lCT and histology methods have inherent advantages
and limitations: with lCT a high number of slices can be
generated per sample leading to volumetric information. A
drawback is the relatively low resolution compared with
histology. However, using a combination of lCT and his-
tology, it is possible to perform a quantitative study in the
same region. By using the non-deformed titanium (Sup-
plementary Fig. 2) as the feature that was common in both
lCT data and histology images registration was success-
fully performed. Importantly the accuracy of the registra-
tion was not affected by staining artefacts or soft tissue
deformation. Figure 2 shows the corresponding 2D lCT
slice and histology section for 2, 4 and 6 weeks following
the semiautomated registration method.
a 1000 μm
1000 μm
1000 μm
d
f
c
e
b
Fig. 2 Examples of bone growth into the defect area at 2 (a, b), 3 (c,
d) and 6 (e, f) weeks post-surgery. Bone formation and contact area
were quantified in haematoxylin and multiple staining solution
stained histological slices (ROI marked by blue solid line), which
correlated well with its corresponding 2D lCT (ROI marked by green
solid line). Inset of d shows zoomed in areas highlighted (dashed line)
in c and d overlaid to show region of bone not detected (blue arrow)
on lCT (Color figure online)
Table 1 Bone ingrowth into
the porous titanium scaffold as a
function of time measured from
2D lCT, histology and 3D lCT
Time (weeks) BI (%) BC (%)
2D lCT Histology 3D lCT 2D lCT Histology 3D lCT
2 25 ± 18 26 ± 17 23 ± 15 6 ± 9 7 ± 10 19 ± 14
3 52 ± 23 58 ± 22 40 ± 10 35 ± 27 26 ± 21 39 ± 19
4 55 ± 19 62 ± 19 44 ± 4 48 ± 21 48 ± 17 47 ± 2
6 84 ± 7 86 ± 7 61 ± 13 67 ± 11 72 ± 6 65 ± 9
c 1500 μm
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2D uCT Histology 3D uCTd
a b
*
Fig. 3 Bone ingrowth in corresponding a 2D lCT b histology and
c 3D lCT image were measured as a function of time for 2, 3, 4 and
6 weeks (d). The quantity of newly formed bone increases signifi-
cantly between 2 and 3 weeks and then after 4 weeks post-
implantation
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4.1 Bone ingrowth (BI)
The BI increased with time as measured from both lCT
data and histology images. In the case of 2D lCT and
histology, no significant differences in BI were observed at
any of the time points. The data obtained showed a high
correlation (r = 0.99) of BI between 2D lCT and histol-
ogy, suggesting that that the semiautomated registration
process adopted in this study is robust and 2D lCT has
promise for achieving comparable results as histology in
terms of quantifying BI. However, a difference in BI
(mean) between 3D lCT and histology analysis was
revealed at 2, 3, 4 and 6 weeks (Table 1; Fig. 3) this was
significant at 4 and 6 weeks. This is due to a combination
of preferential BI in porous implants and histological sec-
tioning method that has a bias towards the edge of the
implant hence the BI measured from histology sections is
always an overestimation of the average BI in the whole
implant. Figure 4 shows a representative plot of the BI
from edge to edge of the implants after 2 and 6 weeks post-
implantation measured from 2D lCT slices. It shows that
BI is consistent throughout the implant 2 weeks after
implantation. After 6 weeks, significant increase in bone
growth is observed; however, the edge to edge profile
(Fig. 4) of BI is different to that after 2 weeks. At 6 weeks,
preferential BI is observed where, at the edges[70 % of
the pores are filled with new bone while at the core only
*50 % of the void space had bone. This fits well with the
observation by Muschler et al. [34]. who show that once an
osteoconductive porous implant is fitted into a defect, the
porous structure provides channels for cell attachment and
migration. The newly formed bone grows in from the edge,
continuing to grow towards the core of the implant while
the bone at the edge remodels. In the case of 2 weeks, the
low attenuation coefficient of the non-mineralised bone at
the early time points (2 and 3 weeks) cannot be resolved on
lCT (Fig. 2d inset), this may explain the flat profile seen
on Fig. 4. However, after 6 weeks’ implantation, the
majority of the bone is remodelled to a mineralised form
which could be detected with confidence using lCT. This
result suggests that 3D lCT is complimentary to histo-
morphometry analysis where the BI measured using 3D
lCT is an average of BI of the whole implant, both edge
0
50
100
2 3 4 6
B
on
e 
co
nt
ac
t (
%
)
Time after implantation (weeks)
2D uCT Histology 3D uCT
*
Fig. 5 Bone implant contact was measured by 3D lCT, histology
and its corresponding 2D lCT image. The amount of the bone implant
contact shows a significant increase between 2 and 4 weeks, 2 and
6 weeks post-implantation
a
b
2 week 6 week
c
Shrinkage ratio
Scale factor: 14%±2%
Ct.B ratio: 11%±3%  
Fig. 6 Tissue separation was observed on histology a in comparison
to its corresponding 2D lCT slice b at 2 weeks post-implantation.
Direct comparison of bone segmented from histology slices (haema-
toxylin and multiple staining solution stained tibiae) and its corre-
sponding 2D lCT (marked as green) reveal a shrinkage (black arrow)
of the bone tissue. Volumetric shrinkage was calculated based on
scaling factor and cortical bone area ratio (c) (Color figure online)
Ti
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Fig. 4 Bone ingrowth measured from 2D lCT slices and from edge
to edge of a defect after 2 (dashed line) and 6 (solid line) weeks post-
implantation. Blue and green dots on the lines mark the amount of
bone ingrowth and location of histology sections and 2D lCT slices,
respectively (Color figure online)
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and centre, to give a more representative result for bone
formation, which is inherently volumetric.
4.2 Bone contact (BC)
In this study, the mean of BC-histology is smaller than that
of 3D lCT at 2 and 3 weeks. This is because the BC is
more sensitive to the deformation of the newly formed
bone within the implant surface on sample preparation for
histology [35]. This situation changes at weeks 4 and 6,
where, the BC-histology is larger than that of 3D lCT,
suggesting that the bone had remodelled and adhered well
to the implant. Figure 6 shows examples of tissue defor-
mation on histology section preparation, in particular after
2 weeks (Fig. 6a); the tissue adjacent to the implant sep-
arated away from the surface of the implant leading to a
lower measure of the BC from histology images (Table 1).
Figure 6b shows that the volumetric shrinkage of cortical
bone through histology section preparation 6 weeks after
implantation could be as high as 15 %. Although, there was
a large amount of tissue shrinkage and deformation, the
tissue separation from the implant was negligible. This
could be due to large amount of mature bone occupying
majority of the void space that gives rise to stable bone-
implant interface, which enables calculation of BC with
confidence from histology sections. However, Fig. 6
undoubtedly reaffirms the need for a non-destructive means
of measuring BC.
5 Conclusions
A methodology was developed to perform semi-automatic
correlative imaging using both lCT and quantitative his-
tology (histomorphometry), allowing quantitative analysis
of BI into titanium additive manufactured lattice implants.
The evolution of bone density and quality over a 6 week
period was tracked using BI and BC. It was shown that
lCT provides full volumetric information, a higher degree
of statistical significance, and is a simple and fast experi-
mental technique. Histomorphometry is shown to com-
plement lCT, providing higher resolution local
information, particularly at early stages of BI.
The benefits of using correlative lCT and histomor-
phometric assessment over the gold standard technique of
histology alone were demonstrated. Two potential areas
where bias can be introduced when using histology alone
are identified: errors due to the histology section measuring
only a single plane within an complex 3D implant; and
shrinkage during preparation of the histology section. The
latter volumetric shrinkage error was quantified, and for the
histology preparation used was *15 %.
The correlative imaging methodology was then applied
to quantify BI into an additive manufactured titanium lat-
tice implant, quantifying the excellent BI and attachment
achieved.
Acknowledgments This work was made possible by the facilities
and support provided by the Diamond-Manchester Collaboration and
the Research Complex at Harwell, funded in part by the EPSRC (EP/
I02249X/1). We also thank professor David Hukins for valuable
comments on the manuscript.
Open Access This article is distributed under the terms of the
Creative Commons Attribution 4.0 International License (http://crea
tivecommons.org/licenses/by/4.0/), which permits unrestricted use,
distribution, and reproduction in any medium, provided you give
appropriate credit to the original author(s) and the source, provide a
link to the Creative Commons license, and indicate if changes were
made.
References
1. Dempster DW, Compston JE, Drezner MK, Glorieux FH, Kanis
JA, Malluche H, Meunier PJ, Ott SM, Recker RR, Parfitt AM.
Standardized nomenclature, symbols, and units for bone histo-
morphometry: a 2012 update of the report of the ASBMR His-
tomorphometry Nomenclature Committee. J Bone Miner Res.
2013;28:2–17.
2. Parfitt AM. Bone histomorphometry: standardization of nomen-
clature, symbols and units (summary of proposed system). Bone.
1988;9:67–9.
3. Gielkens PFM, Schortinghuis J, de Jong JR, Huysmans
MCDNJM, van Leeuwen MBM, Raghoebar GM, Bos RR, Ste-
genga B. A comparison of micro-CT, microradiography and
histomorphometry in bone research. Arch Oral Biol.
2008;53:558–66.
4. Donath K, Breuner G. A method for the study of undecalcified
bones and teeth with attached soft tissues. J Oral Pathol Med.
1982;11:318–26.
5. Lane J, Ra´lisˇ ZA. Changes in dimensions of large cancellous
bone specimens during histological preparation as measured on
slabs from human femoral heads. Calcif Tissue Int. 1983;35:1–4.
6. Compston JE, Croucher PI. Histomorphometric assessment of
trabecular bone remodelling in osteoporosis. Bone Miner.
1991;14:91–102.
7. Jones JR, Poologasundarampillai G, Atwood RC, Bernard D, Lee
PD. Non-destructive quantitative 3D analysis for the optimisation
of tissue scaffolds. Biomaterials. 2007;28:1404–13.
8. Yue S, Lee PD, Poologasundarampillai G, Yao Z, Rockett P,
Devlin AH, Mitchell CA, Konerding MA, Jones JR. Synchrotron
X-ray microtomography for assessment of bone tissue scaffolds.
J Mater Sci Mater Med. 2010;21:847–53.
9. David V, Laroche N, Boudignon B, Lafage-Proust MH,
Alexandre C, Ruegsegger P, Vico L. Noninvasive in vivo mon-
itoring of bone architecture alterations in hindlimb-unloaded
female rats using novel three-dimensional microcomputed
tomography. J Bone Miner Res. 2003;18:1622–31.
10. Midha S, Kim TB, van den Bergh W, Lee PD, Jones JR, Mitchell
CA. Preconditioned 70S30C bioactive glass foams promote
osteogenesis in vivo. Acta Biomater. 2013;9:9169–82.
11. Clark DP, Badea CT. Micro-CT of rodents: state-of-the-art and
future perspectives. Phys Med. 2014;30:619–34.
112 Page 8 of 9 J Mater Sci: Mater Med (2016) 27:112
123
12. Postnov A, Zarowski A, De Clerck N, Vanpoucke F, Offeciers F,
Van Dyck D, Peeters S. High resolution micro-CT scanning as an
innovatory tool for evaluation of the surgical positioning of
cochlear implant electrodes. Acta Otolaryngol. 2006;126:467–74.
13. Buie HR, Bosma NA, Downey CM, Jirik FR, Boyd SK. Micro-
CT evaluation of bone defects: applications to osteolytic bone
metastases, bone cysts, and fracture. Med Eng Phys. 2013;35:
1645–50.
14. Jones AC, Arns CH, Sheppard AP, Hutmacher DW, Milthorpe
BK, Knackstedt MA. Assessment of bone ingrowth into porous
biomaterials using MICRO-CT. Biomaterials. 2007;28:2491–
504.
15. Kim TB, Yue S, Zhang Z, Jones E, Jones JR, Lee PD. Additive
manufactured porous titanium structures: through-process quan-
tification of pore and strut networks. J Mater Process Technol.
2014;214:2706–15.
16. Hedberg EL, Kroese-Deutman HC, Shih CK, Lemoine JJ, Lieb-
schner MA, Miller MJ, Yasko AW, Crowther RS, Carney DH,
Mikos AG. Methods: a comparative analysis of radiography,
microcomputed tomography, and histology for bone tissue engi-
neering. Tissue Eng. 2005;11:1356–67.
17. Hutton BF, Thomas BA, Erlandsson K, Bousse A, Reilhac-
Laborde A, Kazantsev D, Pedemonte S, Vunckx K, Arridge S,
Ourselin S. What approach to brain partial volume correction is
best for PET/MRI? Nucl Instr Meth Phys Res A. 2013;702:29–33.
18. Bernhardt R, van den Dolder J, Bierbaum S, Beutner R,
Scharnweber D, Jansen J, Beckmann F, Worch H. Osteocon-
ductive modifications of Ti-implants in a goat defect model:
characterization of bone growth with SR lCT and histology.
Biomaterials. 2005;26:3009–19.
19. Baril E, Lefebvre L, Hacking S. Direct visualization and quan-
tification of bone growth into porous titanium implants using
micro computed tomography. J Mater Sci Mater Med.
2011;22:1321–32.
20. Jimbo R, Coelho PG, Vandeweghe S, Schwartz-Filho HO,
Hayashi M, Ono D, Andersson M, Wennerberg A. Histological
and three-dimensional evaluation of osseointegration to nanos-
tructured calcium phosphate-coated implants. Acta Biomater.
2011;7:4229–34.
21. Park YS, Yi KY, Lee IS, Jung YC. Correlation between micro-
tomography and histomorphometry for assessment of implant
osseointegration. Clin Oral Implants Res. 2005;16:156–60.
22. Stalder AK, Ilgenstein B, Chicherova N, Deyhle H, Beckmann F,
Mu¨ller B, Hieber SE. Combined use of micro computed tomog-
raphy and histology to evaluate the regenerative capacity of bone
grafting materials. Int J Mater Res. 2014;105:679–91.
23. Markelj P, Tomazˇevicˇ D, Likar B, Pernusˇ F. A review of 3D/2D
registration methods for image-guided interventions. Med Image
Anal. 2012;16:642–61.
24. Museyko O, Marshall RP, Lu J, Hess A, Schett G, Amling M,
Kalender WA, Engelke K. Registration of 2D histological sec-
tions with 3D micro-CT datasets from small animal vertebrae and
tibiae. Comput Methods Biomech Biomed Eng. 2015;18:
1658–73.
25. Buytaert J, Goyens J, De Greef D, Aerts P, Dirckx J. Volume
shrinkage of bone, brain and muscle tissue in sample preparation
for micro-CT and light sheet fluorescence microscopy (LSFM).
Microsc Microanal. 2014;20:1208–17.
26. Mullen L, Stamp RC, Brooks WK, Jones E, Sutcliffe CJ.
Selective laser melting: a regular unit cell approach for the
manufacture of porous, titanium, bone in-growth constructs,
suitable for orthopedic applications. J Biomed Mater Res B.
2009;89:325–34.
27. Zhu Y, Zhao M, Li H, Zhang P. Micro-CT artifacts reduction
based on detector random shifting and fast data inpainting. Med
Phys. 2013;40:031114.
28. Chao SM, Tsai DM, Chiu WY, Li WC, editors. Anisotropic
diffusion-based detail-preserving smoothing for image restora-
tion. Image processing (ICIP), 2010 17th IEEE international
conference on; 2010: IEEE.
29. Perona P, Malik J. Scale-space and edge detection using aniso-
tropic diffusion. Pattern analysis and machine intelligence. IEEE
Trans On. 1990;12:629–39.
30. Pearson K. Mathematical contributions to the theory of evolution.
III. Regression, heredity, and panmixia. Philos Trans Royal Soc
London A. 1896;187:253–318.
31. Goshtasby AA. Similarity and dissimilarity measures. Image
registration principles, tools and methods. London: Springer;
2012. p. 7–66.
32. Roche A, Malandain G, Pennec X, Ayache N. The correlation
ratio as a new similarity measure for multimodal image regis-
tration. Medical image computing and computer-assisted inter-
ventation—MICCAI’98. Berlin: Springer; 1998. p. 1115–24.
33. Schneider CA, Rasband WS, Eliceiri KW. NIH image to imageJ:
25 years of image analysis. Nat Methods. 2012;9:671–5.
34. Muschler GF, Nakamoto C, Griffith LG. Engineering principles
of clinical cell-based tissue engineering. J Bone Joint Surg.
2004;86:1541–58.
35. Johansson CB, Morberg P. Importance of ground section thick-
ness for reliable histomorphometrical results. Biomaterials.
1995;16:91–5.
J Mater Sci: Mater Med (2016) 27:112 Page 9 of 9 112
123
